
Analytical Methods 

Cyanide 

901 OB/9013/9014 



METHOD 9010B 

TOTA_L A_ND AMENABLE CYANI_QE DISTILLATION 

1.0 SCOPE AND APPLICATION 

1.1 Method 9010 is reflux-distillation procedure used to extract soluble cyanide salts and 
many insoluble cyanide complexes from 'hastes and leachates. It is based on the decomposition 
of nearly all cyanides by a reflux distillation procedure using a strong acid and a magnesium catalyst. 
Cyanide, in the form of hydrocyanic acid (HCN} is purged from the sample and captured into an 
alkaline scrubber solution. The concentration of cyanide in the scrubber solution is then determined 
by Method 9014 or Method 9213. Method 9010 may be used as a reflux-distillation procedure for 
both total cyanide and cyanide amenable to chlorination. The "reactive" cyanide content of a waste_ 
that is, the cyanide content that could generate toxic fumes when exposed to mild acidic conditions, 
is not determined by this method. Refer to Chapter Seven of SW-846 for the additional information 
on reactive cyanide. 

1.2 This method was designed to address the problem of"trace" analyses (<1000 ppm). 
The method may also be used for "minor" (1000 ppm- 10,000 ppm) and "major" (> 10,000 ppm) 
analyses by adapting the appropriate sample dilution. However, the amount of sodium hydroxide 
in the standards and the sample analyzed must be the same. 

2.0 SUMMARY OF METHOD 

2.1 The cyanide, as hydrocyanic acid (HCN), is released from samples contaming 
cyanide by means of a reflux-distillation operation under acidic conditions and absorbed m a 
scrubber containing sodium hydroxide solution. The cyanide concentration in the absorbing solution 
is then determined colorime\rically or ti\rametrically by Method 9014 or by ion-selective electrode 
by Method 9213. 

3.0 INTERFERENCES 

3.1 lnterterences are eliminated or reduced by using the distillation procedure. Chlorine 
and sulfide are interferences in Method 9010. 

3.2 Oxidizing agents such as chlorine decompose most cyanides. Chlorine 
interferences can be removed by adding an excess of sodium arsenite to the waste prior to 
preservation and storage of the sample to reduce the chlorine to chloride which does not interfere. 

3.3 Sulfide interference can be removed by adding an excess of bismuth nitrate to the 
waste (to precipitate the sulfide) before distillation. Samples that contain hydrogen sulfide, metal 
sulfides. or other compounds that may produce hydrogen sulfide during the distillation should be 
treated by the addftion of bismuth nftrate. 

3.4 High resu~s may be obtained for samples that contain nitrate and/or nitrite. Dunng 
the distillation, nftrate and nftrite will form nftrous acid, which will react with some organic compounds 
to form oximes. These compounds once formed will decompose under test conditions to generate 
HCN. The possibility of interference of nitrate and nitrite is eliminated by pretreatment with sulfamic 
acid just before distillation. Nitrate and nitrite are interferences when present at levels higher than 
10 mg/L and in conjunction with certain organic compounds. 
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3.5 Thiocyanate is reported to be an interference when present at very high levels. 
Levels of 10 mgJL were not found to interfere. 

3.6 Fatty acids, detergents, surfactants, and other compounds may cause foaming 
during the distillation when they are present in high concentrations and may make the endpoint for 
the titrimetric determination difficu~ to detect. Refer to Sec. 6.8 for an extraction procedure to 
eliminate this interference. 

4.0 APPARATUS AND MATERIALS 

4.1 Reflux distillation apparatus such as shown in Figure 1 or Figure 2. The boiling flask 
should be of one liter size With inlet tube and provision for condenser. The gas scrubber may be a 
270.mL Fisher-Milligan scrubber (Fisher, Part No. 07-513) or equivalent. The reflux apparatus may 
be a Wheaton 377160 distillation untt or equivalent. 

4.2 Hot plate stirrer/heating mantle. 

4 3 pH meter. 

4.4 Amber lighl. 

4 5 Vacuum source. 

4.6 Refrigerator. 

4.7 Erlenmeyer flask- 500 ml. 

4.8 Kl starch paper. 

4.9 Class A volumetric flasks-1000,250, and 100m L. 

5.0 REAGENTS 

5.1 Reagent grade chemicals shall be used in all tests. Unless otherwise indicated, it 
is intended that all reagents shall conform to the specifications of the Committee on Analytical 
Reagents of the American Chemical Society, where such specifications are available. other grades 
may be used, provided it is first ascertained that the reagent is of sufficiently high purity to permit its 
use Without lessening the accuracy of the determination. 

5.2 Reagent water. All references to water in this mel hod refer to reagent water, as 
defined in Chapter One. 

5.3 Reagents for sample collection. preservation, and handling 

water. 
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5.3.1 Sodium arsenite (0. 1N), NaAs01. Dissolve 3.2 g NaAsO, in 250 ml 

5.3.2 Ascorbic acid, C6H80 6• 

5.3.3 Sodium hydroxide solution (50"k), NaOH. Commercially available. 
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5.3.4 Acetic acid (1.6M) C~COOH. Dilute one part of concentrated acetic acid 
"'ith 9 parts of water. 

5.3.5 2,2.4-Trimethyfpentane, C6H,0. 

5.3.6 Hexane, CsH,.. 

5.3.7 Chloroform, CHCI, 

5.4 Reagents for cyanides amenable to chlorination 

5.4.1 Calcium hypochlorite solution (0.3SM), Ca(OCih. Combine 5 g of calcium 
hypochlorite and 100 ml of water. Shake before using. 

5 4.2 Sodium hydroxide solution (1 .25N). NaOH. Dissolve 50 g of NaOH in 1 
liter of water. 

5.4.3 Sodium arsenite (0.1N). See Section 5.3.1. 

5.4.4 Potassium iodide starch paper. 

5.5 Reagents for distillation 

5.5.1 Sodium hydroxide (1.25N). See Section 5.4.2. 

5.5.2 Bismuth nttrate (0.062M). Bi(N0)3 • 5Hp. Dissolve 30 g Bi(NO}, • 5H;O 
in 100 ml of water. While stirring, add 250 ml of glacial acali<: acid, CH,COOH. Stir until 
dissolved and dilute to 1 liter wtth water. 

5.5.3 Sulfamic acid (0.4N), H2NSOJH. Dissolve 40 g H ;NSO tl 1n 1 liter of 
·....ater. 

5.5.4 Sulfuric acid (18N), H2SO, . Slowly and carefully add 500 mL of 
concentrated H, SO, to 500 ml of water. 

5.5.5 Magnesium chloride solution (2.5M). MgCI1 • 6Hp. Dissolve 510 g of 
MgCI, • 6H, O in 11iter of water. 

5.5.6 Lead acetate paper. 

5.5.7 Stock potassium cyamde solutions - Refer to Method 9014 for the 
preparation of stock cyanide solutions and calibration standards. 

6.0 SAMPLE COLLECTION, PRESERVATION AND HANDLING 

6.1 All samples must be collected using a sampling plan that addresses the 
considerations discussed in Chapter Nine. 

6.2 Samples should be collected in plastic or glass containers. All containers must be 
thoroughly cleaned and rinsed. 
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6.3 Oxidizing agents such as chlorine decompose most cyanides. To determine 
whether oxidizing agents are present, test a drop of the sample with potassium iodide-starch test 
paper. A blue color indicates the need for treatment. Add 0 1N sodium arsemte solution a few ml 
at a time unbl a drop of sample produces no color on the indicator paper. Add an additional 5 ml 
of sodium arsenite solution for each liter of sample. Ascorbic add can be used as an alternative 
although it is not as effective as arsenite. Add a few crystals of ascorbic acid at a time until a drop 
of sample produces no color on the indicator paper. Then add an add~ional 0.6 g of ascorbic acid 
for each liter of sample volume. 

6 4 Aqueous samples must be preseNed by adding 50% sodium hydroxide untillhe pH 
is greater than or equal to 12 at the time of collection. 

6.5 Samples should be chilled to 4 'C. 

6.6 When properly presecved, cyanide samples can be stored for up to 14 days prior 
to sample preparation steps. 

6.7 Solid and oily wastes may be extracted prior to analysis by method 9013. It uses 
a dilute NaOH solution (pH = 12) as the extractant. This yields extractable cyanide. 

6.8 If fatty acids. detergents. and surfactants are a problem, they may be extracted 
using the following procedure. Acidify the sample with acetic acid (1 .6M) to pH 6.0 to 7.0. 

CAUTION: This procedure can produce lethal HCN gas. 

Extract with isoodane, hexane, or chloroform (preference in order named) with solvent volume equal 
to 2D"A> ofthe sample volume. One extraction is usually adequate to reduce the compounds below 
the interference level. Avoid multiple extractions or a long contact time at low pH in order to keep 
the loss of HCN at a minimum. \Mien the extraction is completed, immediately raise the pH of the 
sample to above 12 with 50% NaOH solution. 

7.0 PROCEDURE 

7.1 Pretreatment for cyanides amenable to chlorination 

7.1.1 This test must be performed under amber light. K3[Fe-(CN),;] may 
decompose under UV light and hence will test positiVe for cyanide amenable to chlorination 
if exposed to fluorescent lighting or sunlight. Two identical sample aliquots are required to 
determine cyanides amenable to chlorination. 

7.1.2 To one 500 ml sample or to a sample diluted to 500 ml, add calcium 
hypochlorite solution dropwise while ag~ating and maintaining the pH between 11 and 12 
with 1.25N sodium hydroxide until an excess of chlorine is present as indicated by Kl-starch 
paper turning blue. The sample will be subjected to alkaline chlorination by this step 

CAUTION· The initial reaction product of alkaline chlorination is the very toxic gas cyanogen 
chloride: therefore, it is necessary that this reaction be performed in a hood. 

7.1.3 Test for excess chlorine with Kl-starch paper and maintain this excess 
for one hour with continuous agitation. A distind blue color on the test paper indicates a 
sufficient chlorine level . If necessary, add additional calcium hypochlorite solution. 
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7.1.4 After one hour, add 1 mL portions ofO. 1N sodium arsen~e until Kl·starch 
paper shows no residual chlorine. Add 5 mL of excess sodium arsenite to ensure the 
presence of excess reducing agent. 

7.1.5 Analyze the total cyanide concentration of both the chlorinated and the 
unchlorinated samples by Method 9014 or 9213. The difference between the total cyanide 
concentration in the chlorinated and unchlortnated samples is equal to the cyanide amenable 
to chlorination. 

7.2 Distillation Procedure 

7.2.1 Place 500 m L of sample, or sample diluted to 500 mL in the one iller 
boiling flask. Pipet 50 ml of 1.25N sodium hydroXide info the gas scrubber. If the apparatus 
in Figure 1 is used, add water until the spiral is covered. Connect the boiling ftask, 
condenser, gas scrubber and vacuum trap. 

7.2.2 Start a Slow stream of air entering the boiling flask by adjusting the 
vacuum source. Adjust the vacuum so that approximately two bubbles of air per second 
enter the boiling flask through the air inlet tube. 

7.2.3 If samples are known or suspected to contain sulfide, add 50 ml of 
0.062M bismuth nitrate solution through the air inlet tube. Mix for three minutes. Use lead 
acetate paper to check the sample for the presence of sulfide. A positive test is indicated 
by a black color on the paper. 

7.2.4 If samples are known or suspected to contain nitrate or nitrite, or if 
bismuth n~ate was added to the sample, add 50 ml of 0.4N sulfamic acid solution through 
the air inlet tube. Mix for three minutes. 

~: Excessive use of sulfamic acid could create method bias. 

7.2.5 Slowly add 50 ml of 18N sulfuric acid through the air inlet tube. Rinse 
the tube with water and alletW the airflow to mix the flask contents for three minutes. Add 20 
ml of 2.5M magnesium chloride through the air Inlet and wash the inlet tube with a stream 
of water. 

7.2.6 Heat the solution to boiling. Reflux for one hour. Tum off heat and 
continue the airflow for at least 15 minutes. After cooling the boiling flask, and closing the 
vacuum source, disconnect the gas scrubber. 

7.2. 7 Transfer the solution from the scrubber into a 25G-ml volumetric flask. 
Rinse the scrubber into the volumetric flask. Dilute to volume wffh water. 

7.2.8 Proceed to the cyanide determinative methods given in Methods 9014 
or 9213. If the distillates are not analyzed immediately, they should be stored at 4 ' C in tightly 
sealed flasks. 

8.0 QUALITY CONTROL 

8.1 All quality control data should be maintained and available for easy reference or 
inspection. 
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8.2 Employ a minimum of one reagent blank per analytical batch or one in every 20 
samples to determine if contamination or any memory effects are occurring. 

8.3 Analyze check standards with every analytical batch of samples. If the standards 
are not within 15% of the expected value, then the samples must be reanalyzed . 

8.4 Run one replicate sample for every 20 samples. A replicate sample is a sample 
brought through the entire sample preparation and analytical process. The CV of the replicates 
should be 20% or less If this criterion is not met, the samples should be reanalyzed. 

8.5 Run one matrix spiked sample every 20 samples to check the efficiency of sample 
distillation by adding cyanide from the working standard or intermediate standard to 500 ml of 
sample to ensure a concentration of approximately 40 ~giL. The matrix spiked sample is brought 
through the entire sam pie preparation and analytical process. 

8.6 It is recommended that at least two standards (a high and a low) be distilled and 
compared to similar values on the curve to ensure that the distillation technique Is reliable. If 
distilled standards do not agree within± 100k of the undistilled standards, the analyst should find the 
cause of the apparent error before proceeding. 

8.7 The method of standard additions shall be used for the analysis of all samples that 
suffer from matrix interferences such as samples which contain sulfides. 

9 .0 METHOD PERFORMANCE 

9.1 The titration procedure using silver nitrate is used for measuring concentrations of 
cyanide exceeding 0 .1 mgll. The colorimetric procedure is used for concentrations below 1 mgll 
of cyanide and is sensitive to about 0.02 mg/L. 

9.2 EPA Method 335.2 (sample distillation wrth tttration) reports that in a single 
laboratory using mixed industrial and domestic waste samples at concentrations of 0.06 to 0.62 mg/L 
eN·. the standard deviations for prec1sion were :t 0.005 to :t 0.094, respectively. In a single 
laboratory using mixed industrial and domestic waste samples at concentrations of 0.28 and 0.62 
mg/L eN·, recoveries (accuracy) were 85% and 102%, respectively. 

9.3 In two additional studies using surface water. ground water. and landfill leachate 
samples. the titration procedure was further evaluated. The concentration range used in these 
studies was 0.5 to 10 mg/L cyanide. The detection limit was found to be 0.2 mg/L for both total and 
amenable cyanide determinations. The precision (CV) was 6.9 and 2.6 for total cyanide 
dete~minations and 18.6 and 9.1 for amenable cyanide determinations. The mean recoveries were 
94% and 98.9% for total cyanide, and 86.7% and 97.4% for amenable cyanide. 
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FIGURE 2 
APPARATUS FOR CYANIDE DISTILLATION 
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METHOD q013 
(AP>ENOIX TO M(TIIOO 9010) 

CYAN IDE EXTRACTION PRQCfDll(f FOR SO l iDS AND DieS 

1.0 SCOPE AND APPLICATION 

1 . 1 The extract i on procedure descr ibed in this method i s des i qned for 
the extraction of soluble cyanides from solid and oi l wastes. The methoc is 
applicable to oil . solid. and multiphasic samples . This method is not applicable 
to samples containing insoluble cyanide compounds. 

2.0 SUMMARY OF METHOD 

2.1 If the waste sample contains so much sol id. or solids of such a 
size as to inter-fen~ with oyitotion ond ho111uy~rliLoliun of the >rturpl~ mixlur·~ in 
tne <listillation 11ask. tH' so much oil ur· yreo>e o> to int~r·fer-t· with Lh~ 

for·mot iun of o humuye11eou~ emulsion, the silmplP may be extract.eci with water «t 
pll 10 or· yr·erlt~r •• tnd the ext.rar.t. <1ist.i11Pd and analy7ed by Hethnd qo10. Samples 
lhat contoln fr<"<' w~tPr are fi ]tpr·po .1no SPfloll'•ltP.rt into .1n olCJUPOu~ componPnt. .m<l 
~ combin?<i oil .1n<: solio component. The nonaqueous component may then be 
l'xl.rMt.?d, and .1n .1 l iquot. or the extr~ct combined with an aliquot of the filtrate 
in ~·roport.ion t.o t.hP r.omposition or the sample . Alternatively . the components 
mdy b~ M••ly7Pd ~e~~~~at.el y , .1nd (.yanirle levels reported for ear.h component. 
However . i r the sample solids are known to contain sufficient levels of cyanide 
( about 50 pg/gl as to be well above the limit of detection . the extraction step 
m.1y be deleted and the solids analyzed directly by Method 9010. 111is can be 
accomplished by diluting a small aliquot ot the waste solid (1-10 gJ 1n ~00 mL 
water in the distillation flask aM suspenoing the slurry duri ng oistillation 
with a magnetic stir -ba r . 

3. 0 lNI~R~tR~NCt$ 

3.1 Potent I • 1 interference~ r.h,lt m.w hP Pnr.ount.PrPd rluri ng .maly~ i ~ arP 
diSCUSSed in ~ethod 9010 . 

~. 0 APPARATUS AND MA T£Rl AI S 

4.1 Fxtr~c.t.or · Any suitable device 
container or one liter volume or greater. 
agitation is suff i cient when: 

that sufficiently agitates a scaled 
For the purpose of this analysis, 
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1. All sample surfaces are continuously brought into contact 
with extract i on fluid . ana 

2. lhe agitation prevents stratification of the sample ana 
fluid . 

4 .2 .1 Buchner funnel • 500-ml capacity, with 1·11tcr vacuum 
filtration flask. 
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1.2.2 Glass woo l · Su i t.ahlP. for filL e•·ing . 0 .8 ..,m c iameter s uch 
as Cor ning Pyrex 3950 . 

1.2. 3 Vacuum source · Prefc•ably a watP. r ctriven aspirator. A 
vdlve or stopcock to rel ease vacu um is r equirP.d. 

4.3 Top loading balance· capable of weighing 0.1 q. 

4.4 Separato•y funnels · 500 ml . 

5.0 REAGE NTS 

~.1 RP.aqPnt gra<ie che111 ica l s shall be used in a l l tests. Un l ess othe rwisP. 
indicated, it is intPnded thot dll r·eagents shall conform to the specifications 
of the t. ommittP.P. on Ana l yt ical Redgents of t he American Chemical Society, wherP. 
such specifications arP. available. Other g races may be used. providcc it is 
f irst .1scP.rt a i ned tha t the r·ea yent i~ of suff ici ently high purity to permit its 
use without l essP.ni ng thP acc urdcy of the determination. 

5 .2 ReagP.n t watPr. Al l rPferenc!!s to waLer in thi s method refer to 
reagent water, as de f ined in t.hapt.P.r One. 

5 . 3 Sod ium hyd r oxide (50% w/v), llaOH. Commer·cidlly dvailabl e. 

5.4 n·Hexane. C,H,. . 

6 .0 SAMPLl COLLECTI ON. PRESERVATION, AND HANO LlNR 

6.1 All samples must be collected usi ng a plan that .1ddrP.s~e~ t he 
considerat i ons discussed in Chapter 4 of this ma nual. See Sect i on fi.O of Methud 
9010 for additiona l gu i dance . 

7. 0 PROCCUU~[ 

7.1 If the waste does no t con t a in any free aq ueous phase , go to Step 
7.5. If the S•mple is a homogeneous fluid or slurry t hat does not separa t e or 
settle in t he distil l ation f l ask when us ing a leflon coated magnetic stirring bar 
hut mixes so thdt Lh~ solids are entire ly s uspended, then the sample may be 
dna lyzed by MeLhud 9010 without an ext r ac tion step. 

7.2 A••~mbl e Buchner funnel apparatus. Unroll glass f iltering fiber 
a nd fold t hP fiber over lts~lf s~vera l times to make a pad abou t 1 em t hi c k when 
l i ghtl y c:omprP.ssPct. Cu t t he P•d t o fit the Buchner funnel. Weigh the pad. t hen 
place it in the funnPl. Tu rn th€' ~ s p i r·a to r· on and wet the pad with a known 
amount of water. 

7 . 3 Transfer t he sample to t he F\udmer f unne l i n small a l iquots. f i rst 
decant ing the f luid. qi nse the sample contai ne r wi th known amoun ts of water and 
add the rinses to the Buchner funnel. When no free watP.r rPma ir•• in the funnel. 
s l owly open the stopcock to allow air t o entH the v,1c.uum fl,lsk . A Mlldll amount 
nf ,~<Jir11ent may have passed through the glass fiber pad. This Vlill not interfPrP. 
with thP analy• i s . 
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7.4 Tr·ansfe r t he solid and the glass fiber pad t o a tared weighi n9 
d i sh. Since ·~~t greases and oils wil l not pass through the f iber pad. solids, 
nil~. and greases will be extrdcted t ogether. If the filtrate includes an oil 
pha~e. t.r.J nsfe. r' the filtra te to d separatory funnel. Collect anc measure the 
volume or the aqueous phd~P. Tr·dn~fer the oil phase to the we ighing dish Yli th 
t.he solid. 

7 . 5 Weigh the <iish cont.lining 'olid, o il (if any). and filter paa. 
Subtract the weight of t he dry filter pad. t..1lr.ulat.e t.hP nPI. volume of water 
present in the original sample by subtractin9 t he to tal volumE> of r·inses used 
from the measured vo lume of the filtrate. 

1.6 Place the following in a !·liter wide·mouthed bottle: 

500 mL >tater 
5 ml 50% w/v NaOH 
50 mL n·Hexa ne (if a heavy grease is present) 

If the weight of the sol i as !Step / . ~1 is g•eater than 25 g, weigh 
out a representative aliquot of 2~ g and ada i t to the bottle; otherwise 
add all of the solids . Cap the bottle. 

7.7 Theo pll of the extract must be maintained above 10 throughout the 
extrac t ion step and subse~uent filtration. Since some samples may release acic. 
th<' pll ruuH be monitored as follows. Shake t he extract ion bottle ana after one 
minute. c heck the pll. If the pll is below 12 . add ~0% NaOH in ~ ml increments 
until i t i > dt lt>a~t 12. Reca p the bottle. and repeat the procedure until the 
pll does not drop. 

7.1\ Pl.1ce the t>ottle or hott.lP$ i n t h~ 1.1unbler·. llldkiny sure 
there is enouqh foam insulation to ~ushion t hP hott.lP. Turn the tumbler· on dUd 
allow the extract i on to run for about. 16 ho urs. 

7 .9 Prepare a Buchner funne l apparatu~ as in Step 7.? with a gl1s~ fihPr 
pad filter. 

7.10 Decant the extract to the Buchner funnel. Full re~overy of the 
extract i~ not necessary. 

/.11 If the extract contains an oil phase. separate the aqueous phase 
using a separatory funnel. Neither the separation nor t he filtration arc 
critical. but are necessary to be able to measure the volume of the aliquot of 
the dqueous extract analyzea. Small amounts ot suspended so lias and oi I 
emulsions wil l not i nterfere. 

7.12 At this po i nt. an aliquot of the filtrate of t he or igi nal sample may 
l>e combined with an aliquot of the extract in a proport i on representat i ve of t he 
snmpl•. Alt.ernatively, t hey may be distilled and analyzed separately and 
concentr.lti ons qi ven for Pl~h phnSP. Th is is Ct>scri bed by the fo 11 owi na 
equation: 

Liquid Sample Aliouot<m' l 
[xtract Aliquot(mL) 

CO ROM 

Soljd Extractcd<g>a 
Ictal Solid(gl' 

9013 . 3 

r Tota l Sample Eiltrate<mt l ' 
Total Extract1on Fl u i d(ml) 6 
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'From Step 7 .6. Wel gi1L of so lid samp le us ed for ex traction . 

•From Step 7. 5 . We ight of ~(> 1 i d~ dnC oil phase with t he dry weight of 
f ilter and tareo dish s ubtrdc Led. 

'Includes vo lume of all rinses a<IGect to t he filLr·dLe (Steps / . 2 anc 7 . 31 . 

·~oo mL water pl us total vo lume oi NaOH so lu t ion. Does not incluoe hexane . 
whi ch is subsequently removed (Step 7. 11). 

Alternati vely . the a l iquots may be c is t illPd and analyLed separatel y . 
concentrations for each phase repor·ted sep.1rately, and t.he ""'otmLs of each phase 
present i n the sample reported separate l y . 

8 .0 OUALJIY CONJKO" 

8 . 1 ~e fer· Lo MeLhod 9010. 

9 . 0 M[TIIOO PC~rORMANCC 

9.1 In 1 sing l l' ldbordtory s t udy. recove ri es of 60 t o 90% are re ported 
for sol i ds and RB t o 921 for oils. The report ed CVs a•e less t ha n 13. 

10.0 q[FER ENCES 

10 . 1 Refer to Method 9(}10. 
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METHOD 9014 

TITRIMETRIC AND MANUAL SPECTROPHOTOMETRIC DETERMINATIVE 
METHODS FOR CYANIDE; 

1.0 SCOPE AND APPLICATION 

1.1 This method can be used for measuring free (non-complexed) cyanide and 
hydrocyanic acid in drinking water. natural surface waters, domestic and industrial wastewaters, and 
in soil extracts. This method may also be used as a detellllinative step for quantifying total and 
amenable cyanide in the alkaline distillates from Method 9010. 

1.2 The titration procedure using silver nijrate with p-dimethylamino-benzal-rhodanine 
indicator is used for measuring concentrations of cyanide exceeding 0.1 mgll (0.025 mg/250 mL of 
absorbing liquid}. 

1.3 The colorimetric procedure Is used for concentrations below 1 mg/L of cyanide and 
is sensrtive to about 0.02 mg/L. 

2.0 SUMMARY OF METHOD 

2.1 In the colorimetric measurement. the cyanide is converted to cyanogen chloride 
(CNCI) by reaction of cyanide with chloramine-Tat a pH less than 8. After the reaction is complete, 
color is formed on the addition of pyridine-barbituric acid reagent. The absorbance is read at 578 nm 
for the complex formed with pyridine-barbituric acid reagent and CNC!. To obtain colors of 
comparable intensity, it is essential to have the same satt content in both the sample and the 
standards. 

2.2 The titration measurement uses a standard solution of silver nitrate to titrate cyanide 
in the presence of a silver sensitive indicator. 

3.0 INTERFERENCES 

3.1 Interferences are eliminated or reduced by using the distillation procedure provided 
in Method 9010. 

3.2 Refer to Method 9010 for a discussion of potential cyanide interferences. 

4.0 APPARATUS AND MATERIALS 

4.1 Spectrophotometer· Suitable for measurements at 578 nrn wijh a 1.0 em cell or 
larger. 

4.2 Hot plate stirrer/heating mantle. 

4.3 pH meter. 

4.4 Refrigerator. 
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4.5 5 mL microburette. 

4.6 Class A volumetric flasks • 1000, 250, and 100 mL. 

4.7 Erlenmeyer ftask • 500 mL. 

5.0 REAGENTS 

5.1 Reagent grade chemicals shan be used in all tests. Unless otherwise indicated, ~ is 
intended that all reagents shall conform to the specifications of the Committee on Analytical 
Reagents of the American Chemical Society, where such specifications are available. Other grades 
may be used, provided ~ is first ascertained that the reagent Is of sufficiently high purity to penni! its 
use without lessening the accuracy of the determination. 

5.2 Reagent water. All references to water in this method refer to reagent water, as 
defined in Chapter One. 

5.3 Reagents for spectrophotometric determination 

5.3.1 Sodium hydroxide solution (0.25N), NaOH. Dissolve 10 g NaOH in 1 liter of 
water. 

5.3.2 Sodium phosphate monobasic (1M), NaH2PO. • H,O. Dissolve 138 g of 
NaH,PO, • H20 in 1 liter of water. Refrigerate this solution. 

5.3.3 Chloramine-T solution (0.44%), C,H ,CINNa02S. Dissolve 1.0 g of whHc, 
water soluble chloramine-T in 100 mL of water and refrigerate until ready to usc. 

5.3.4 Pyridine-Barbituric acid reagent, C5H5N • C,H,N,03 • Place 15 g of barbHuric 
acid in a 250-mL volumetric ftask and add just enough water to wash the sides of the flask 
and wet the barbituric acid. Add 75 mL of pyridine and mix. Add 15 mL of concentrated 
hydrochloric acid (HCI), mix, and cool to room temperature. Dilute to 250 mL w~h water. 
This reagent is stable for approximately six months If stored in a cool. dark place. 

5.3.5 Stock potassium cyanide solution (1 mL = 1000 J.lg CN'), KCN. Dissolve 2.51 
g of KCN and 2 g KOH in 900 ml of water. Standardize with 0.0192N silver nitrate. AgN03 . 

Dilute to appropriate concentration to achieve 1 ml = 1000 1-19 of CN'. 

NOTE: Detailed procedure for AgN03 standardization is described in "Standard 
MethOds for the Examination of Water and Wastewater". 18th Edition, (1992), 
MethOds 4500-CN D. 

5.3.6 lntennediate standard potassium cyanide solution, (1 ml = 100 IJg CN'), KCN. 
Dilute 100 mL of stock potassium cyanide solution (1 ml = 1000 IJg CN') to 1000 ml wHh 
water. 

5.3.7 Working standard potassium cyanide solution, (1 mL = 10 1-19 CN'), KCN. 
Prepare fresh daily by diluting 100 mL of intermediate standard potassium cyanide solution 
and 10 ml of 1 N NaOH to 1 liter with water. 
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5.4 Reagents for t~ration procedure 

5 .4.1 Rhoda nine indicator- Dissolve 20 mg of p-dimethylamino- benzal-rhodanine, 
c ,,H.,N,OS2, in 1 oo mL of acetone. 

5.4.2 Standard silver nHrate solution (0.0192N), AgN03 . Prepare by crushing 
approximately 5 g AgNO, and drying to constant weight at 40°C. Weigh out 3.264 7 g of dried 
AgNO,. Dissolve In 1 I Her of water. 

NOTE: Detailed procedure for AgN03 standard ization is described in "Standard 
Methods for the Examination of water and Wastewater", 18th EdHion, (1992), 
Method 4500-CN D. 

6.0 SAMPLE COLLECTION, PRESERVATION, AND HANDLING 

6.1 Refer to Method 9010 for guidance on sample collection, preservation, and handling. 

6.2 Distillates that are not analyzed immediately shOuld be stored in tightly sealed flasks 
at 4 •c . 

7.0 PROCEDURE 

7.1 If the manual spectrophotometric determination will be performed, proceed to Set:tion 
7.2. If the titration procedure will be performed, proceed to Section 7.6. 

7.2 Manual spectrophotometric determination 

7 .2. 1 Pipet 50 mL of sample or 50 ml of the scrubber solution obtained from the 
distillation procedure In Method 9010 into a 1 00-mL volumetric flask. If the sample is later 
found to be beyond the linear range of the colorimetric determination and redistillation of a 
smaller sample is not feasible, a smaller aliquot may be taken. If less than 50 mL is taken, 
dilute to 50 mL with 0.25N sodium hydroxide solution. 

~: Temperature of reagents and spiking solution can affect the response factor 
of the colorimetric determination. The reagents stored in the refrigerator should be 
wanned to ambient temperature before use. SampJes should not be left in a warm 
instrument to develop color, but instead they should be aliquoted to a cuvette 
immediately prior to reading the absorbance. 

7.2.2 Add 15 mL of 1M sodium phosphate solution and mix. Add 2 ml of 
chloramine-T and mix. Some distmates may contain compounds that have chlorine demand. 
One minute after the addition of chloramine-T, test for excess chlorine wHh Kl-starch paper. 
If the tes1 is negative, add 0.5 mL chloramlne-T. After one minute recheck with Kl-starch 
paper. Continue to add chloramine-Tin 0.5 mL increments until an excess is maintained. 
After 1 to 2 minutes, add 5 mL of pyridine-barbHuric acid solution and mix. 

7.2.3 Dilute to 100 mL with water and mix again. Allow 8 minutes for color 
development and then read the absorbance at 578 nm In a 1-cm cell within 15 minutes. The 
sodium hydroXide concentration will be 0.125N. 
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7.3 Standard curve for samples without sulfide 

7 .3.1 Prepare a series of standards by plpetling suitable lll)lumes of woti(ing 
standard potassium cyanide solution into 250-mL volumetric flasks. To each flask, add 50 
mL of 1.25N sodium hydrO>dde and dilute to 250 mL with water. Prepare using the following 
table. The sodium hydroxide concentration will be 0.25N. 

mL of Working Standard Solution 
(1 mL = 10 ug CN'} 

0 
1.0 
2.0 
5.0 

10.0 
15.0 
20.0 

Concentration 
(ug CN'/U 

Blank 
40 
80 

200 
400 
600 
800 

7 .3.2 After the standard solutions have been prepared according to the table above, 
pipet 50 ml of each standard solution into a 100-mL volumetric flask and proceed to 
Sections 7.2.2 and 7.2.3 to obtain absorbance values for the standard curve. The final 
concentrations for the standard curve will be one half of the amounts in the above table (final 
concentrations ranging from 20 to 400 tJg/L). 

7 .3.3 Prepare a standard curve ranging from 20 to 400 IJQ/L by plotling absorbance 
of standard versus the cyanide concentration 

7.4 Standard curve for samples with sulfide 

7 .4.1 It is imperative that all standards be distilled in the same manner as the 
samples using the method of standard add~ions. Standards distilled by lh is method will give 
a linear curve, at low concentrations, but as the concentration increases, the recovery 
decreases. It is recommended that at least five standards be distilled. 

7.4.2 Prepare a series of standards similar in concentration to those mentioned in 
Section 7.3.1 and analyze as in Section 7.2. Prepare a standard curve by plotting 
absorbance of standard versus the cyanide concentration. 

7.5 Calculation - If the spectrophotometric procedure is used, calculate the cyanide, in 
IJQ/L, in the original sample as follows. 

where: 

CD-ROM 

CN' (IJg/L) =Ax 8 x C 
D x E 

A = !JaiL eN· read from standard C\Jrve. 
B = ml of sample after preparation of colorimetric analysis 

(1 00 mL recommended). 
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C = ml of sample after distillation (250 ml recommended). 
D = ml of original sample for distillation (500 mL 

recommended). 
E = mL used for colorimetric analysis (50 ml recommended). 

7.6 Titration Procedure 

7.6.1 Transfer the gas scrubber solution or a suitable aliquot from the 250-mL 
volumetric flask to a 500-mL Erlenmeyer flask. Add 10-12 drops of the rhoda nine indicator. 

7.6.2 Trtrate with standard 0.0192N silver nHrate to the first change in color from 
yellow to brownish-pink. The t~ration must be performed slowly wHh constant stirring. Titrate 
a water blank using the same amount of soolum hydroxide and indicator as in the sample. 
The analyst should be familiar with the endpoint of the tHration and the amount of indicator 
to be used before actually titrating the samples. A 5-ml buret may be conveniently used to 
obtain a precise titration. 

NOTE: The tHration is based on the following reaction: 

Ag• + 2CN • (Ag(CN),) 

When all of the cyanide has complexed and more silver nitrate is added, the excess 
silver combines with the rhooanine indicator to turn the solution yellow and then brownish-pink. 

7.6.3 Calculation -lithe titrimetric prooedure is used, calculate concentration of CN· 
in vgll in the original sample as follows: 

CN "(o,JgiL) (A -B) x D x E x 
C F 

2 mote CN · x 26.02 g CN" x 1 x 1 CJ'lvg 
1 eq. AgN03 1 mote eN· 1 g 

where: 

A = ml of AgNO, for titration of sample. 
B = ml of AgNO, for trtration of blank. 
C = ml of sample titrated (250 recommended). 
D = actual normalrty of AgNO$ (0.0192N recommended). 
E = mL of sample after distillation (250 recommended). 
F = ml of original sample before distillation (500 

recommended). 

8.0 QUALITY CONTROL 

8.1 All qualrty control data should be maintained and available for easy reference or 
inspection. 
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8.2 Refer to the quality oontrol section of Method 9010A tor the method requirements for 
blanks, matrix duplicates. and matrix spikes. EaCh QC sample must be processed through the reflux­
distillation steps oonlained in Method 9010 prior to analysis by this method. 

8.3 Analyze Check standards with every analytical batch of samples. If the standards are 
nnt within 15% of the expected value, then the samples must be reanalyzed. 

8.4 Analyze one replicate sample for every 20 samples. The CV of the replicates should 
be 20% or less. If this criterion is not met, the samples should be reanalyzed. 

8.5 Analyze one matrix spiked sample every 20 samples to check the efficiency of sample 
distillation procedure and to monttor potential matrix interference. 

8.6 The method of standard additions shall be used for the analysis of all samples that 
suffer from matrix interferences such as samples which contain sulfides. 

9.0 METHOD PERFORMANCE 

9.1 The titration procedure using silver nitrate is used for measuring concentrations of 
cyanide exceeding 0.1 mgJL. The colorimetric procedure is used for concentrations below 1 mg/L 
of cyanide and is sensttive to about 0.02 mgJL 

9.2 EPA Method 335.2 (sample distillation wtth tttration) reports that in a single laboratory 
using mixed Industrial and domestic waste samples at concentrations of 0.06 to 0.62 mg/L cN·, the 
standard deViations for predsion were!. 0.005 to!. 0.094, respectively. In a single laboratory using 
mixed industrial and domestic waste samples at concentrations of 0.28 and 0.62 mg/L CN', 
recoveries (accuracy) were 85% and 102%, respectively. 

9.3 In two additlonal studies using surface water, ground water. and landfill leachate 
samples, the tnration procedure was further evaluated. The concentration range used in these 
studies was 0.5 to 10 mgiL cyanide. The detection limit was found to be 0.2 mg/L for both total and 
amenable cyanide determinations. The precision (CV) was 6.9 and 2.6 for total cyanide 
determinations and 18.6 and 9.1 for amenable cyanide determinations. The mean recoveries were 
94% and 98.9% for total cyanide. and 86.7% and 97.4% for amenable cyanide. 

10.0 REFERENCES 

10.1 Refer to Method 9010 for references on total and amenable cyanide. 
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METHOD 9014 

TITRIMETRIC AND MANUAL SPECTROPHOTOMETRIC DETERMINATIVE 
METHODS FOR CYANIDE 

7. 3.1 Ptepare a 
nriet of cyanide 

atandarda through 
dilution. 

7.3.2 Perlorm 
colorime.trie 
analysis of 
stend&fdll. 

7.3.4 Prep•re 
&tandard curvt of 

abt«bances. 

CD-ROM 

No 

7.2 Colorimetric 
Anlly&ie. 

7.8 Compute 
concentrationt . 

v .. 
7.4.1 Distill 

&tandards in tame 
manntr 11 

11mplu. 

7.4.2 Prtplrl 
standard curve of 

abeo•b•n~ee. 

9014 - 7 

7 ~ Tinametrit. 
Analysis. 

7.6 Tronofcr •omplo 
to fluk; add 

rhodanil\e 
indic.tor. 

7.0.2 Titrate 
sample and wat&r 
blank with t ilvet 

nitrllhL 

7 .6.3 Calcol•t• 
concentration of 

cyenidc in 
•ample. 

Revision 0 
December 1996 


